Questions

Testing for Falling Numbers

1. Falling number determination indirectly measures 



 activity.

a.  Protein content


c.  Alpha Amylase
b.  Heat Damage


d.  Moisture content

2. The Falling number test is based on a 
-gram representative portion.

a.  7




c.  50

b.  10




d.  100

3. The wheat ground for determining falling numbers is referred to as 

.

a.  Powder



c.  Dust

b.  Flour



d.  Wheat

4. Sufficient wheat must be ground to yield a 

 gram portion of flour.

a.  250




c.  1,000

b.  700




d.  500

5.
Before grinding the sample 


 and 


 should be removed.

6.
Falling Number results are reported on a 

 percent moisture basis unless the applicant specifies another basis.

a.  13.0




c.  12.5

b.  14.0



d.  14.5

7. “



” is another moisture basis is that applicant can request.

a.  As is



c.  Zero Percent

b.  15.0 percent


d.  Moisture basis

8. Falling Number determinations are always performed in 



.

a.  Triplicate



c.  Single

b.  Duplicate



d.  Quadruplicate

9. The falling number apparatus water bath requires 


 or 

 water.

10. How often should the sample grinder be cleaned?

a.  Never



c.  After every sample

b.  Daily



d.  Weekly

11. After the sample and water are in the tube, shake the tube up and down 

 times.

a.  100




c.  10

b.  50




d.  20
12. If duplicate test differ by more than ± 

 percent of the average of the two tests, test a new duplicate set of samples.

a.  10




c.  5

b.  1




d.  25

13. The moisture corrected Falling Number result is rounded to the nearest whole percent.

a.
True



b.  False

14. Retest and 


 inspections are available upon request of the applicant

15. A retest is performed on the basis of the whole grain file sample.

a.  True



b.  False

16.
Check samples are prepared by the Board of Appeals and Review on a quarterly basis.
a.  True



b.  False

17. The check samples include a minimum of 

 wheat samples.

a.  10




c.  5

b.  3




d.  25

18. The Falling Number check samples have a Falling Number range between  

.

a.  200-350



c.  250-500

b.  100-500



d.  500-750

19. There is a chance for a discrepancy between bath temperature and Barometric Pressure, which of these could be possible causes.

a. Bath not yet up to temperature

b. Heater malfunction

c. Thermometer too close to heater coil

d. Impure bath water

e. All of the above

20. There is a chance for errors in the Falling Number Test, which of these could be possible causes.

a. Error in measuring bath temperature and/or barometric pressure

b. Incomplete mixing of samples

c. Balance error

d. All of the above


21.
The balance should be checked with a standard weight of 

 grams. 

a.  5




c.  10

b.  100




d.  7
22.
The manufacturer’s specification for the stirrer weight-plunger assembly without a plastic collar is 

 grams ± .05 grams.

a.  100




c.  25

b.  50




d.  10

23. The falling number determination is provided upon request under the authority of the Agricultural Marketing Act of 1946.

a.  True



b.  False

24. The barometer is calibrated to agree with the





.

a.  Nearest weather station

c.  Local inspection laboratory

b.  Local television station

d.  Local radio station

25. Who assures that the agencies that perform falling numbers only use approved viscometer tubes?

a.  FOM’s



c.  QAS’s

b.  Director, FMD


d.  Deputy Administrator.

26. Falling number apparatuses are operated in one of three ways depending on the model.  They are manual, semi-automatic, and automatic.

a.  True



b.  False

27. A means to check the local barometric pressure is to obtain the local weather over the telephone.

a.  True



b.  False

28. What size screen is used in the grinder?

a.  0.8 mm



c.  1 inch

b.  5 mm



d.  1 mm

29. What class of balance should be used for weighing the 7-gram analysis portion?

a.  General



c.  Moisture

b.  Class I



d.  Precision

