Answers

Testing for Moisture – GAC 2100

1.
b.
15 minutes

2.
d.
There is no standard weight, the sample hopper must be filled with enough grain 

to fill the measuring cell inside the instrument.

3.
d.
Any of the above, singly or in combination.

4.
c.
Check the error number in the GAC 2100 operator’s manual and take appropriate 

action.

5.
b.
Nearest tenth percent.

6.
b.
On a daily basis.

7.
b.
Follow the temperature equalization process in the moisture handbook.

8.
a.
Another determination shall be made from the work sample or the file sample.

9.
e.
All of the above.

10.
e.
All of the above.

11.
b.
Backspace key allows re-test without dumping grain from scale.

12.
d.
Enter temperature.

